TOCA - DATA DOWNLOAD/DOWNLINK

TOC 1. Unstow
Supply TOCA Data cable (RS232 cable)
Kit Power cable

2. Relocate MEC adjacent to TOCA.

3. TOCA Data cable 9-pin connector ® |- MEC serial port (9-pin male
connector).

4. TOCA Data cable 3-pin connector ® |- TOCA RS-232 Port.

MEC 5. Double click the ‘CHeCS’ Applications icon.

PCS
6. Double click the ‘Total Organic Carbon Analyzer’ icon.
7. Select ‘Transfer’ from the Main Menu.
8. Select ‘Capture Text’ from the Transfer Menu.
9. Name the file “CHeCS/toca/TOCA mm-dd-yy.txt” for downlink.

10. ACTIVATE TOCA FOR DOWNLOADING
TOC OrOCA POWER switch - Off
Front
Panel

Power cable ® |- TOC Analyzer Connection marked “27.5 VDC”
Power cable ® |~ ISS electrical connector

TOCA power switch ® On
(Display Orientation screen
Press ENTER

NOTE
If no screen, (plastic cover is closed.

Select [DOWNLOAD] (keys “- " “ ™).
Press ENTER

11. Press ENTER when ready.
12. Wait 2 --- 5 minutes for data to download.
13. When all data downloaded press Exit on MEC pull-down menus.

14. Answer “Yes” to disconnect and end MEC download session.
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TOC 15. OTOCA Power switch - Off

Front
Panel
Power cable = |® TOC Analyzer Connection marked “27.5 VDC”
Power cable - |® ISS electrical connector
15. TOCA Data cable = |® TOCA and from the MEC.
16. Stow
TOC TOC Data cable (RS-232 cable)
Supply Power cable
Kit
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